[Cutaneous adverse reaction to Bio-Alcamid implant].
In the last years new and numerous materials for the correction of defects and wrinkles have been developed. One of these materials is Bio-Alcamid, a non reabsorbable gel polymer constituted by meshes of poly-alkyl-imide, without known adverse effects. We report a 34-year-old woman that had Bio-Alcamid implants for acne scars and several months after presented nodular lesions together with a painful inflammatory nodule. The nodule was drained and culture of the purulent material yielded Streptococcus viridans. A cytology and a cellular block of that material showed a granulomatous inflammatory reaction together with a foreign body. The different types of reactions to implants and their pathogenic mechanism are discussed. It is important to know these possible reactions to filler materials given their increasing use and the potential medico-legal consequences.